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PLEASE OBSERVE THE FOLLOWING BEFORE TAKING ANY TEMPERATURE MEASUREMENT TO ENSURE 
A STABLE AND RELIABLE RESULT

Important note prior to initial use - the thermometer needs to acclimate to the ambient environment 
(temperature) in which measurements will occur.  It is important to allow the JXB-183 to acclimate to the 
room temperature for at least 15 to 20 minutes prior to �rst using the thermometer. 

Subsequent usage - each time there is a signi�cant change in the ambient temperature due to a change 
in the environment, allow the JXB-183 to acclimate to this ambient temperature for at least 15 minutes 
prior to using it.

• Allow 3-5 seconds interval between each measurement
• Push hair away from the forehead
• Wipe away any perspiration from the forehead
• Avoid any drafts (i.e. heater or air conditioning)

Refer to the user manual for further instructions.
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